Room scattered neutrons.
A method of evaluating the photoneutron fluence in the maze of accelerator facilities due to room scattered neutrons is presented. Measurements were made to demonstrate that the room scattered fluence is reduced by a factor of 2pi in going from the treatment room to the inner maze entrance.